Purpose: This study evaluated the effect of various head orientations during conebeam computed tomography (CBCT) image acquisition on linear measurements of potential implant sites. Materials and Methods: Six dry human skulls with a total of 28 implant sites were evaluated for seven different head orientations. The scans were acquired using a Hitachi CBMercuRay CBCT machine. The scanned volumes were reconstructed. Horizontal and vertical measurements were made and were compared to measurements made after simulating the head position to corrected head angulations. Data was analyzed using a twoway ANOVA test. results: Statistical analysis revealed a significant interaction between the mean errors in vertical measurements with a marked difference observed at the extension head position (P<0.05). Statistical analysis failed to yield any significant interaction between the mean errors in horizontal measurements at various head positions. 
Introduction
Treatment of edentulous areas with dental implants is becoming a popular choice for patients and a reliable met hod for dentists. Diagnostic evaluation and preoperative treatment planning of implant sites has undergone signifi cant changes since the advent of conebeam computerized tomography (CBCT). 1 Accurate dimensional evaluation of potential implant sites is the key to successful placement of implants during surgery. CBCT provides accurate lin ear measurements and is comparable to physical measure ments with a relative error of less than 1%. 2 CBCT allows depiction of the area of interest in three dimensions and in all the three orthogonal planes devoid of superimposi tion of anatomical structures and provides highresolution images to make dimensional measurements. 35 Pertl et al. 6 compared the diagnostic accuracy of panoramic radiogra phy with multidetector computed tomography (MDCT) and CBCT imaging for determining the alveolar dimen sions. They measured the vertical height of the alveolar bone in relation to the mandibular canal on both imaging modalities and concluded that panoramic radiographs have a high range of distortion error that ranges between -0.2 mm and 5.7 mm and CBCT scan errors ranging from -1.5 mm to 0.8 mm.
Although CBCT offers high resolution and dimension ally accurate images, obtaining accurate measurements of potential implant sites as measured by different observers and at different time points remains challenging. Studies have reported conflicting results regarding measurement accuracy in CBCT scans. 610 Ganguly et al. studied radi
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opaque fiduciary markers made of gutta percha placed over the buccal and lingual cortical plates of the mandi bles in cadaver heads and compared them with physical measurements using calipers. They concluded that CBCT is reliable for linear measurement of preoperative im plant sites with an error of less than 1 mm. 7 On the other hand, when Leung et al. studied the skull's alveolar bone margins for evaluation of dehiscence and fenestration, they found that CBCT underestimated the bone margin by up to 6 mm, and they attributed this to the decreased spatial resolution of CBCT in comparison to conventional periapical radiography. 10 If CBCT was to be routinely used for implant treatment planning, a dimensional inaccuracy of 12 mm would be critical in the final selection of the implant size and type and surgical management of the im plant site and placement.
In a significant number of large volume CBCT scanners, there are no head positioning restraints or guides that help in standardization of the head position to compare or over lay it with subsequent, comparable CBCT scans. Several studies of the measurement accuracy of CBCT scans have shown that it is critically important to perform quantitative analysis of the scans based on a corrected orientation of the area of interest in all the three orthogonal planes.
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Inability to account for this discrepancy will result in un der or overestimated measurements at the potential im plant site leading to an erroneous estimation of the avail able bone and can affect the final implant size and type selection. To the best of our knowledge, there has been limited information on measurement discrepancy associ ated with changes in head orientation during scan acqui sition. Thus, this study aimed to evaluate the effect of var ious head positions and angulations on the accuracy of implant site measurements using CBCT scans. We also sought to evaluate the role of reconstruction software and its ability to adjust and correct the basic orthogonal ima ging planes in all three axes (x, y, and z) to the standard position in correction of the existing measurement error.
Materials and Methods
Six dry human skulls were randomly selected from the University of Connecticut's anatomy lab with no informa tion about gender, age, or ethnicity of the skulls. The sel ection of skulls was done on the basis of having missing anterior and posterior teeth with continuous and intact buccal, lingual, and palatal bone cortices. Due to the dif ficulty involved in selecting skulls with specific areas of missing teeth, clinical crowns were modified and or re duced to the level of the alveolar crest using a highspeed fissure bur with a high cooling system to avoid damaging the surrounding alveolar bone. Our goal was to create two edentulous spaces (one anterior and one posterior) that would act as potential implant sites in each arch.
Method for the design of the platform To be able to reproduce centric and eccentric skull/neck angulations resembling clinical situations, we designed a wooden platform with a screw in the center of the plat form to seat the tripod stand's base (Manfrotto 804RC2; Cassola VI, Italy), upon which the skulls were fixed. The tripod stand had calibrated angles in the x, y, and z direc tions that help in tilting and adjusting the wooden platform, in order to simulate the desired angle akin to a clinical situation. This arrangement enabled creation of various skull positions by dialing the desired angle on the tripod's base while imaging the skulls in various simulated head positions with defined/standardized angles.
To reproduce the location of the skull position on the wooden platform, three radiographic points were used. These points helped in localizing the skulls over the woo den platform. Three gutta percha points (size 15) were placed on the mandible; one in the center, one on the right angle, and one on the left angle of the mandible. Parallel lines were marked on the wooden platform to align with the marked point. A soft pad was placed under the base of the skull in the occipital region to establish parallelism of the skull to simulate a normal occlusal plane, and the skull was fixed in place using clear tape. Each skull was given a random number from 1 to 6 prior to imaging.
After the skull was seated on the wooden platform with in the desired position, the platform was fixed to the tripod.
Seven CBCT scans were acquired for each skull in seven different positions using a Hitachi CB MercuRay CBCT machine (Hitachi Medical Systems, Kyoto, Japan) with a 6inch FOV (Fig. 1) . The scans were done with exposure parameters of 120 kVp, 15 mA, and an acquisition time of 10 seconds.
Measurement protocol
In this pilot study, measurements were done by an Oral and Maxillofacial Radiology resident (HS) under the sup ervision of an experienced Oral and Maxillofacial radiol ogist (AT). All the acquired CBCT scan data were stored in the DICOM3 (Digital Imaging and Communication in Medicine) format and were viewed using InVivo Den tal CBCT reconstruction software (Anatomage Inc., San Jose, CA, USA). A split screen dual monitor CBCT re construction workstation was used for analysis (HP Com paq DC7800, HP Corp., Palo Alto, CA, USA).
Each scan had six implant sites, which were marked by the radiographic stents placed on the teeth and the edentu lous spaces prior to imaging. A simulated panoramic rec onstruction was done for all the scans by drawing a curve along the center of the ridge in the axial plane, and cross sectional images of the sites of interest were generated with a slice thickness of 0.5 mm and pitch distance of 1 mm. To minimize error in measurements, the reconstruc tions were done in an identical manner for all the scans. Based on the location of the radiographic guides, the pot ential implant sites were identified and displayed as single crosssectional images on the screen. Evaluation of the site was subsequently performed based on the measure ments done at the center of the edentulous site with the radiographic marker located in the center of the cross sec tional image (Fig. 2) .
A vertical and a horizontal measurement of the alveolar bone were done for each site. The vertical measurement was defined as the height of the alveolar ridge from the crest to the floor of the maxillary sinus or nasal fossa in the maxilla and the inferior border of the mandible or the superior cortex of the mandibular canal in the mandibular arch. Horizontal measurement was defined as the bucco lingual width of the alveolar ridge measured halfway along the vertical axis. The measurements of the seven different head orientations of the same implant site were compared.
For the second part of the study, correction of the head position was done by rectifying the acquired scan volume in the X, Y, and Z axes. The Zaxis is most valuable in the correction of the accentuated neck position most common ly encountered in clinical situations. We took Frankfort's horizontal plane to be the desired head position that yields accurate implant site measurements. The aim of this part of the study was to compare the corrected head position with the accentuated head position at acquisition and see the percentage of error that was mitigated.
We performed software correction of three head posi tions to examine the percentage of software correction of the error factor. This was evaluated after measuring the same six proposed implant sites of all the six cases. These 
results
The data analyzed for this study included 6 dry skulls with 28 sites (12 anterior teeth and 16 molars). Errors in measurements of the potential implant sites were com pared among the 6 different head positions. The measure ments were performed with the centric head position as the gold standard. ANOVA was used to test the effects of the various head positions and their interactions. Tables 1 and 2 show the mean and standard deviations of errors for vertical and horizontal measurements, respec tively, for each head position and each area. The ANOVA test results revealed a statistically significant interaction between the mean errors in vertical measurements (P< 0.05). According to Tukey's test, the marked difference between the mean errors was observed at the extension head position (P<0.05). The statistical analysis failed to yield any significant interaction between the mean errors in the horizontal measurements at various head positions. Figure 3 shows the interactions between the mean er rors of horizontal and vertical measurements at various head positions in different implant sites. The dots in the plot represent the means of errors for each head position and each area. A significant interaction is observed bet ween the mean errors in the vertical measurements.
The results of this part of the study showed that all the six cases had a significantly different measurement when the sites were measured at eccentric angles and compared to the centric head position acquired with the Frankfort's horizontal plane parallel to the floor of the acquisition room, which we marked as the zero angle. When we did software correction of the eccentric head position and mea sured the implant sites again, the software correction show ed that the implant sites were measured as having very similar dimensions to those measured with the centric head position (Table 3) .
discussion
In this study we evaluated the linear measurement error at the upper and lower anterior and posterior implant sites Patients with skeletal malformation or malocclusion, who are mostly referred for orthodontic treatment planning or surgical procedures, are at a higher risk of possible mea surement discrepancies due to the maxillamandible rela tionship.
Potential dental implant sites are often assessed using CBCT scans to determine the size and type of implant and also to decide on the need for bone augmentation or sinus /site augmentation based on the measurements yielded by CBCT. In this regard, having accurate and reliable mea surements becomes very important for final implant sel ection.
Araki et al. 14 found that the linear accuracy of measure ments done on CBCT machines with image intensifiers was adequate to translate into the clinical setting. This concept was further shown to be true with a study done by Statemann et al., 15 who compared the CB MercuRay and NewTom CBCT machines with physical measurements and found them to be reliably similar. Based on the results of these studies, we decided to compare only CBCTderi ved measurements. This is one of the limitations of the study, in that our institutional rules did not permit cutting and analyzing dry skulls to derive physical measurements. However, we felt that the existing literature adequately supports that CBCT measurements are reliably similar to physical measurements. To address some of the clinical challenges that have been under discussion, this study eva luated the effect of various head positions and orientations during CBCT scans at anterior and posterior implant sites for both upper and lower jaws. Moreira et al. 16 and Frongia et al. 17 failed to show a significant measurement discrepancy in CBCT volumes among patients referred for orthodontic treatment planning. This was possibly because they ignored discrepancies of a small number of millimeters, whereas for implant treat ment planning, every tenth of a millimeter is significant and any measurement discrepancy could affect the suc cess rate of the implant. Wrong estimation of an implant site may cause irreversible damage to vital anatomical structures such as the inferior alveolar nerve, vascular structures, maxillary sinus, or nasal cavity. In another study by Sheikhi et al., a measurement error of only 0.5 mm was observed because they used small angles (1015 mm) and only four selected head orienta tions. 18 In a recent study by Visconti et al., 19 they studied the effect of the position of the gnathic bones on bone heights and widths for potential implant sites. They scan ned ten dry edentulous human skulls using an ICAT cone beam machine and standardized the field of view to 6 cm for skulls in standard positions and 10 cm for skulls with other inclinations. The scan was done in four different orientations, each orientation with two angles, 10 and 20. They demonstrated a significant influence of the head position on measurement reliability, and the greatest dis crepancy was observed in the upper and lower premolar areas.
In the present study, we used the 6inch field of view for all our scans and attempted to simulate clinical conditions by creating implant sites in dentate jaws. We did the scans in six different orientations in addition to the standard pos ition and studied more than one lateral movement. Simul taneously, we attempted to evaluate the effect of combined movement in the form of lateral flexion position on the measurement accuracy. The mean error and standard deviation for vertical and horizontal measurements was calculated for all implant sites. The premolar sites were excluded from analysis due to close proximity with the mental foramen and the nerve loop, which resulted in a wide range of vertical measure ments. The statistical analysis of vertical measurements showed mean errors ranging between -2 mm and 3 mm in various head positions, mainly seen in the extension posi tion and in the posterior areas.
The range of discrepancy in horizontal measurements was less than 1 mm at most sites in various head positions except for that of the upper posterior site in the extension position, which was deemed insignificant. One possible explanation would be that since vertical measurements are generally greater than horizontal measurements, in eccen tric positions, the dimension that is more severely affect ed is the vertical dimension. Furthermore, the volume of bone that is displaced in the image layer in an eccentric position is greater along the vertical axis.
The second part of the present study described the per centage of software correction using the tools in the InVivo software program. The correction percentages in vertical and horizontal measurements in the flexion and extension positions ranged between 8388%. This percentage in the vertical measurement in right flexion position was 75%. It is important to note that that in our study, we only cor rected three head positions, and we did not differentiate between site locations in the jaws. That means that soft ware can correct the measurement error by close to 90% in most cases. Our results indicated that the software does not have the ability to completely correct the measure ment error to normal; however, in the majority of cases, the correction is close to normal.
The limitation of this pilot study is that observer reli ability was not performed due to the large number of mea surements that were recorded; therefore, we feel further studies with inter and intraobserver reliability should be performed. Furthermore, there were certain areas in which correction was not optimally achieved, which may have been due to a discrepancy in more than one axis of the head orientation, panoramic and crosssectional re construction that was sensitive to software manipulation, and inter and intraexaminer variability.
In conclusion, head orientation and position can signifi cantly affect the vertical and horizontal measurements in CBCT scans. The two main head positions influencing the measurements are extension and flexion. The measure ment discrepancy is more frequently seen in the posterior mandibular region. It is recommended that in the lack of appropriate head position during scan acquisition, correc tion of the Z axis parallel to the Frankfort's horizontal plane may minimize the measurement error.
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